In a simple and instant procedure for detecting fish freshness, a hydrogel and hydrophilic pectin matrix membrane was used successfully as an optical pH sensor by immobilizing the chromoionophore ETH 5294 (CI), which is very selective and sensitive for the membrane. The Pe/CI optical pH sensor exhibited excellent linearity between pH 5 and pH 9, with a sensor response time of 5 min and reproducibility of 1.49% relative standard deviation (RSD). The sensor showed response stability for 15 days and a response reduction of 8.6%. The sensor's capability was demonstrated by the detection of fish freshness for 17 days at 4 • C.
Introduction
Fish freshness is a major health concern for consumers. Fish is easily degraded by enzymatic reactions and because of microbial contamination [1] [2] [3] . Therefore, it is important for the consumer to monitor fish freshness before consumption or industrial processing. The simplest determination method for fish freshness is a physical assessment method where trained panelists gauge a fish's color, eyes, gills, skin, and meat texture and odor. Data are compiled according to particular degradation schemes to create a quality index (QI) [4] . Nevertheless, this method is inaccurate because of its dependence on the panelists' abilities and experiences.
A more modern method for determining fish freshness has been developed, which includes laboratory experts and the use of gas chromatography-mass spectrometry instruments. This method
Experimental

Chemicals and Instruments
Chemicals used in this research were of analytical grade and included chromoionophore I Nile Blue ETH 5294 (CI), monopotassium dihydrogen phosphate (KH 2 PO 4 ), and dipotassium hydrogen phosphate (K 2 HPO 4 ), purchased from Fluka, and pectin, ethanol (C 2 H 5 OH) absolute, and calcium chloride (CaCl 2 ), purchased from Sigma-Aldrich. The absorbance signal from the sensor was determined by a UV-Vis Shimazu 1800 spectrophotometer, and the pH buffer was controlled by a Thermo Orion Star A2111 pH meter.
Preparation of Reagents and Solutions
The CI reagent was prepared by dissolving 0.4 mg of CI in 1 mL of ethanol, followed by stirring for 10 min to obtain a homogenous solution. Potassium phosphate buffer solution (PBS) was prepared by mixing KH 2 PO 4 with K 2 HPO 4 . A 2% Pectin membrane solution was prepared by dissolving 2 g of pectin in 100 mL of CaCl 2 0.1 M (CaCl 2 0.1 M was prepared by dissolving it in PBS 0.1 M at pH 7). The membrane solution was heated at 60 • C until it was homogenous.
Preparation of the Pe/CI Optical pH Sensor
The Pe/CI optical pH sensor was prepared by immobilizing CI within the pectin membrane. First, 1 mL of the 2% pectin membrane solution was poured into 400 µL of CI and stirred slowly for 10 min. As much as 55 µL of the Pe/CI solution was added to an 8 mm-wide plastic slide surface (Figure 1 ). It was then dried overnight at room temperature (25 • C). The procedure was repeated four times to form a multilayer film.
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Response Optimization of the Pe/CI Optical pH Sensor
The performance of the Pe/CI optical pH sensor was tested against variations in pH, response time, lifetime, and reproducibility. The sensor's response against variations in pH was determined by adding the 0.1 M PBS solution within a pH range of 5-9 to the sensor film. Then, the absorbance was measured at a maximum wavelength
The response time of the sensor was determined by adding the 0.1 M PBS solution at pH 7 to the sensor film and then measuring the absorbance at 535 nm, every minute, for 10 min.
To determine the lifetime or stability of the sensor, 0.1 M PBS solution at pH 7 was added to the sensor film and its absorbance was measured. This procedure was performed each day, for 27 days. The reproducibility of the sensor was determined by the absorbance of UV-Vis at 535 nm from 10 sensors. All determinations were conducted three times for each sensor.
Determination of Fish Freshness
The application of the Pe/CI optical pH sensor was evaluated by determining the pH of a tilapia fish that was stored at 4 °C. The fish sample was removed from the refrigerator and left for a few minutes. The pH measurement was performed by putting the sensor on the surface of fish for 5 min and measuring the absorbance. The pH determination was conducted once every day until the 17th day. As the sensor is highly sensitive to light and temperature, the measurements were performed in the lee (shadow) to minimize exposure to light and heat. After being used, the sensor was stored in the dark at 4 °C.
Results and Discussion
Absorbance Response of the Pe/CI Optical pH Sensor
Pectin is a polymer which is used as a matrix to immobilize CI by entrapment. Pectin is a bio polyelectrolyte which undergoes chain association and forms a hydrogel after the addition of CaCl2, which contains divalent cations (Ca 2+ ). When CI is immobilized on pectin, CI is trapped in the polymeric membrane of pectin, forming a film. This film will change from purple to blue when CI is protonated and from blue to pink when CI is deprotonated. The change of film color depends on the environmental pH. This behavior is the basic reason why Pe/CI was used as the indicator for pH changes. The Pe/CI optical pH sensor was prepared as a multilayered structure. The absorbance values obtained from the UV-Vis spectrophotometer showed an increase of film absorbance as layers were added ( Figure 2 ). This is due to the increase of accumulated CI concentration within the film layers. The increase of absorbance indicated the increase in sensor sensitivity [17] . 
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Effect of pH on the Response Time, Reproducibility, and Lifetime of the Pe/CI Optical pH Sensor
Any change in environmental pH can cause protonation or deprotonation on the sensor as a result of H+ ions interaction through mass transfer [18, 19] . Therefore, the degree of pH change will determine protonation or deprotonation. The effects of pH on the Pe/CI optical pH sensor are shown in Figure 3 . When the optical pH sensor was in an acidic environment, the maximum absorbance was obtained at the wavelength of 615 nm; this occurred when protonation took place. Meanwhile, when the optical pH sensor was in a basic environment, deprotonation occurred, and the maximum absorbance was observed at 535 nm. The process of transformation from protonation to deprotonation was indicated by an isosbestic point [20] . At this point, the film gave the optimum absorbance, either in acidic absorbance or in basic absorbance. 
Any change in environmental pH can cause protonation or deprotonation on the sensor as a result of H+ ions interaction through mass transfer [18, 19] . Therefore, the degree of pH change will determine protonation or deprotonation. The effects of pH on the Pe/CI optical pH sensor are shown in Figure 3 . When the optical pH sensor was in an acidic environment, the maximum absorbance was obtained at the wavelength of 615 nm; this occurred when protonation took place. Meanwhile, when the optical pH sensor was in a basic environment, deprotonation occurred, and the maximum absorbance was observed at 535 nm. The process of transformation from protonation to deprotonation was indicated by an isosbestic point [20] . At this point, the film gave the optimum absorbance, either in acidic absorbance or in basic absorbance. This sensor exhibited excellent linearity (R 2 = 0.97888) for the determination of pH in the range of pH 5-9 ( Figure 4 ). This indicates that the Pe/CI sensor can be applied for accurate fish freshness monitoring at the pH range of 5-9. This linear pH range is comparable to that established by Bakker et al. [19] , who also used a PVC/CI sensor. Another study using methacrylate acrylic/CI also exhibited a similar linearity for pH detection between 5.5 and 8.0 [21] .
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The Determination of Fish Freshness Using the Pe/CI Optical pH Sensor
The determination of fish freshness was carried out by evaluating the change in the pH of the fish, starting from fresh (alive) condition (Day 0) and continue during storage at 4 °C. The determination was conducted every day for 17 days.
The pH determination of the fish sample is shown in Figure 7 . In fresh condition (0-day storage), the pH was determined to be 7. This is because the fish was in a pre-rigor phase, and the pH was neutral. After that, the fish pH decreased from 7 to 6 between day 1 and day 5. The decrease in pH indicated that the fish had entered rigor mortis. This phenomenon is caused by the degradation of glycogen, which results in lactic acid formation and causes the fish's acidity to Absorbance change Day Figure 6 . The response of the Pe/CI optical pH sensor determined on a day scale in a range of 1-27 days.
The determination of fish freshness was carried out by evaluating the change in the pH of the fish, starting from fresh (alive) condition (Day 0) and continue during storage at 4 • C. The determination was conducted every day for 17 days.
The pH determination of the fish sample is shown in Figure 7 . In fresh condition (0-day storage), the pH was determined to be 7. This is because the fish was in a pre-rigor phase, and the pH was neutral. After that, the fish pH decreased from 7 to 6 between day 1 and day 5. The decrease in pH indicated that the fish had entered rigor mortis. This phenomenon is caused by the degradation of glycogen, which results in lactic acid formation and causes the fish's acidity to increase [23] . Enzyme activity is very slow at temperatures up to 17.8 • C [24] . The pH determination on day 7-20 exhibited a steady increase to pH 8.67. The increasing pH is the result of microbial enzymatic activity degrading the fish proteins and lipids, resulting in a basic condition [25] . This post-rigor mortis stage showed that the fish was not in good condition. These results show that the Pe/CI optical pH sensor exhibits excellent performance and can be applied to monitor fish freshness.
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Conclusions
A pH optical sensor using a pectin membrane and a CI matrix was successfully constructed and characterized. The characterization of this sensor proved that it gives a fast response and produces desirable linearity and reproducibility. The sensor's performance was tested on fish for the determination of freshness, and the sensor provided outstanding results, verifying that it can be successfully used on real samples. 
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